A 3 dimensional cochlear coordinate system easily applicable in clinical patients is described, which ful¿ lls the requirements set by an international consensus.
Introduction
Imaging of cochlear implants (CI) has become more demanding over the past decades.
Whereas in the early years imaging served for con¿ rmation of the intracochlear position and integrity of an implant, nowadays far more detailed information is sought for.
The results of CI regarding speech perception vary considerably between implantees.
Parameters known to inÀ uence the performance are duration of deafness, preoperative speech recognition abilities, age at implantation, electrode design and speech encoding strategies. [1] [2] [3] [4] A recent report also indicated that electrode location and insertion depth are of major inÀ uence on the performance. [5] These have been studied intensely by amongst others histopathologists, physicist and ENT surgeons. To better understand the role of the positioning of electrode contacts along the organ of Corti it now becomes important to correlate histopathological ex vivo studies [6] , computer simulations [7] and animal studies [8] with clinical imaging studies. The imaging parameters of importance are insertion depth and electrode contact -to -modiolar distance. Recently also the amount of cochlear trauma induced by electrode insertion has become an area of interest. To evaluate this high resolution volume imaging is required to obtain as much anatomical detail as possible as well as a cochlear coordinate system that can be applied in all clinical patients and renders data comparable to results in all ¿ elds of research involved. Such a coordinate system has to ful¿ ll several requisites, which were formulated in 2 consensus meetings held by researchers with a background in the various ¿ elds of inner ear research as well as representatives of the different manufacturers of cochlear implants. [9, 10] The panel agreed upon a 3-dimensional cylindrical coordinate system with its x,y-plane along the basal turn and the z-axis through the center of the modiolus. The 0-degree reference point should be related to the round window. Additionally the coordinate system must be applicable on both implanted and non implanted ears. In such a system all spatial information of the cochlea and the implant are present and the insertion depth of an implant can be expressed in angular measurements. Thus it can be used to examine prediction of optimal insertion depth thereby providing direct information to the surgeon. Post-operatively it provides a mean for assessment of cochlear trauma due to insertion and optimization of implant ¿ tting based on its position within the cochlea. The ¿ rst imaging related coordinate system has been described by Xu et al. [11] They applied a 2-dimensional coordinate system to conventional radiographs (cochlear view). Skinner et al. [12] application of a 3-dimensional coordinate system to CT images making use of fusion with very high resolution images of a template temporal bone.
Our goal was to develop an easily applicable 3-dimensional coordinate system for the assessment of the cochlea in individual clinical patients without the use of a prede¿ ned template and examine whether it ful¿ lls the requirements set by the consensus panel.
The coordinate system's applicability and the inter -and intraobserver reproducibility will be examined on multi detector row computed tomography (MDCT) images of 25 patients. The results are compared to coordinate systems described by Cohen and Xu and Skinner and coworkers. [11] [12] [13] [14] Materials and Methods. Duration of deafness before implantation ranged from 1 to 58 years. One patient had a congenital ear malformation (incomplete partitioning and enlarged vestibular aqueduct.
Patients
The etiologies of deafness included meningitis (n=3), nonsyndromic familial (n=8), nonsyndromic congenital (n=4), syndromic congenital (n=1), congenital infections (rubella and lues) (n=2), (acoustic) trauma (n=1), otosclerosis (n=1), progressive SNHL (n=2), Meniere disease (n=2) and of unknown origin (n=1). Subjects received a HiRes90K HiFocus 1J cochlear implant (Advanced Bionics, Sylmar, California, USA).
Image acquisition and reconstruction
All patients (n=25) underwent preoperative computer tomography (CT) scanning as part factor; 120 kV tube voltage; 150mA tube current; and a 240mm scan ¿ eld-of-view (FOV) as described by Verbist et al. [15] Images with a nominal thickness of 0.5mm
were reconstructed by using a 0.3mm reconstruction increment, 90mm reconstruction FOV, 512 X 512 matrix and a high resolution reconstruction kernel. Multiplanar reconstructions (MPR were obtained in preoperative scans and in postoperative scans (n=25). The MPRs were de¿ ned by a line parallel through the center of the modiolus and an orthogonal line parallel to the basal turn of the cochlea; this emulates the cochlear view as described by Xu and Cohen. [11, 13, 14] The MPRs were stored as consecutive slices with a slice thickness of 0.5mm. On these images the 3-dimensional cylindrical coordinate system was applied.
3D coordinate system and its implementation in computed tomography
Using an in-house developed MATLAB-software (MATLAB R2006a, MathWorks, 
Relationship between the organ of Corti and the chosen 0º-angle in the 3D coordinate system
The relationship between the de¿ ned 0º-baseline and the most basal part of the organ of Corti was examined. Since the organ of Corti itself cannot be directly visualized, the round window -known to have a fairly stable relationship to the end of the organ of Corti [16] -was used as a point of reference. 
Reproducibility of the CT-based 3D-coordinate system (interobserver)
To test the inter observer reproducibility of the coordinate system 4 observers applied the 3-dimensional coordinate system on all postoperative scans. Next the center of the 16 electrode contacts was marked and their position within the coordinate system was stored. The mean values and standard deviations were calculated over all observers.
Reproducibility of CT-based 3D-coordinate system over time (realignment)
In order to test the realignment of the newly applied coordinate system electrodes registered in the postoperative images were projected in the preoperative images. 
Statistical analysis
Interobserver variability was evaluated by two-way ANOVA analysis with random effects.
Both the observers and the patients were modeled as random variable. Accordingly, the intraclass correlation coef¿ cient (ICC) was calculated. The ICC expresses the variance by patients (due to variation between patients) as a proportion of the total variance (i.e. 
Correlation to coordinate system described by Xu and Cohen
To investigate the relationship between the described method and existing methods the coordinate system as used in cochlear view [14] was applied to the preoperative CT datasets. To obtain an image comparable to x-ray images on which this 2-dimensional coordinate system is applied, a t hick averaged MPR including the total cochleovestibular system was reconstructed. 
Co rrelation to coordinate system described by Skinner et al
In order to compare the position of our 3D coordinate system to the method described by Skinner et al. [12] our CT datasets were analyzed by T Holden. The software package 
Results

Relationship between the round window and the chosen 0º-angle in the 3D
cylindrical coordinate system Figure 4a shows the mean rotational angle from the horizontal SCC to the calculated center point of the round window per observer. To evaluate the inter rater agreement two-way ANOVA analysis was used and a perfect agreement (ICC of 1.00) was found.
The mean rotational angle (+/-SD) was 34.6 +/-0.4° (range 28.3-40.7°). 
Reproducibility of the CT-based 3D-coordinate system
Reproducibility of the CT-based 3D-coordinate system over time (realignment)
On
Correlation to coordinate system described by Xu and Cohen
A systematic difference with minimal spreading between the two methods was found.
Measurements obtained by 3 observers revealed a mean difference in orientation of 23.3º ± 2.3º. The mean difference in translation was 0.38mm ± 0.14mm (SD).
Correlation to coordinate system described by Skinner et al
The mean difference (±SD) between the position of contact 1 and contact 16 measured by the 2 methods on the same patient data was -3.29° ± 11.9 and 3.96° ± 6.9 SD, respectively. 
Discussion
The cochlea is a complex structure with interindividual differences in size and form.
Precise individualized assessment of its morphology has become of utmost importance for research applications and clinical patient care in regard to cochlear implantation.
If this information can be obtained preoperatively the choice of an implant as well as the surgical approach and insertion depth could be tailored to the patients needs.
Postoperative precise documentation of the location of an implant in relation to the 3-dimensional cochlear anatomical structures would be helpful to evaluate for insertion trauma to the cochlea and to optimize the function of the implant. In this study a 3-dimensional CT-based coordinate system which is easily applicable in daily clinical practice is tested and validated in comparison with existing imaging-based cochlear coordinate systems.
The coordinate system is linked to CT images. Computed tomography enables to image a volume and thus to add the third dimension into imaging studies. Moreover computed tomography provides detailed direct visualization of the cochlear anatomy.
Thus, the anatomical landmarks to de¿ ne the coordinate system can be discerned.
Provided (near) -isotropic imaging is done, multiplanar reconstructions can be performed without loss of image quality. In this way the x, y -axes are placed in the plane of the basal turn of the cochlea emulating the cochlear view described by Marsh and Xu. [11, 17] Since the CT-derived cochlear view is the result of post processing, malpositioning of the patient can be corrected for and the images can be reformatted until the desired result is obtained. The third dimension is added by a z-axis placed through the center of the modiolus at its tightest point in the apical 1.5 turns of the cochlea. In this 3-dimensional cylindrical coordinate system all spatial information is represented.
The fact that the coordinates are individually applied without the use of any template ensures that eventual variations in the direction of the z-axis are taken into account.
For indeed, it has been shown in a micro-CT study that the elevation (z-coordinate) of the basilar membrane along the cochlear duct has a non-monotonous path and varies between ears. [18] The 0-degree reference angle was determined at the most lateral point of the horizontal semicircular canal. In this, the coordinate system differs from others reported in literature. [12, 14, 19] Ideally the 0°-baseline of the x-axis should be chosen at the end of Our data show an angular distance of this landmark to the center of the round window of 34.6 ± 0.4° (SD) with an excellent interobserver agreement (ICC 1.00). A possible drawback of this approach is that it might be dif¿ cult to be applied in severe cases of ossifying labyrinthitis with total obliteration of the vestibule and semicircular canals.
However in our experience these cases are rarely good candidates for implantation of a single array cochlear implant. Also in patients with severe congenital inner ear malformations the anatomical landmarks will be obscured or absent. In such cases neither of the image based coordinate systems, referring to the vestibular system, will render reliable data. The standard deviation of the mean vector length to the round window (0.09 mm) corresponds to about 2 pixels. Given the the total size of the round window this seems within clinically acceptable limits (¿ gure 6).
To be eligible as a cochlear coordinate system the reproducibility and realignment of a grid system also has to be solid. Above mentioned results show that reliable and reproducible measurements of insertion depth and electrode location can be made. For patient-speci¿ c preoperative planning estimations of optimal (angular) insertion depth can be made on preoperative CT studies.
To ensure comparability of results obtained with our method and data from previous and forthcoming studies based on other coordinate systems we applied landmarks as described in Cview © to our data and had run them through the softwarepackage described the z-axis. Differences due to this will become more pronounced at deeper insertion angles where the distance of the electrode contacts to the modiolus (ȡ) becomes smaller.
Whereas the de¿ nition of the z-axis is based on 1 template in the method described by Skinner et al, the CT-based 3D-coordinate system uses individually de¿ ned z-axes.
Keeping in mind the inter-individual variations of cochlear form and size this might be the underlying cause for this observation.
In this study an in-house developed custom made application in MATLAB was used for automatization of measurements. However, the presented CT-based coordinate system is easily applicable in daily clinical practice. In a recent study it has been shown that multislice CT scanners of major CT scanner manufacturers meet the technical requirements to visualize cochlear implants. The visualization of individual electrode contacts depends on scanner software (available range of gray values (Houns¿ eld units)) and the inter-contact distance. [20] Viewing stations feature oblique multiplanar reconstruction possibilities Once the "cochlear view" reconstruction is made the most lateral point of the horizontal semicircular canal is looked for by scrolling through the volume of images. From this point angular measurements can be made and good estimates of optimal (on preoperative images) or achieved (on posteroperative images) insertion depth can be obtained.
Conclusion
A 3-dimensional cochlear coordinate system easily applicable on both pre-and postoperative images of commercially available MSCT scanners without the need of cochlear templates and not inÀ uenced by postoperative round window distortion is presented. This coordinate system ful¿ lls the requirements set by an international consensus. Taking into account a correction factor of 34.6° ± 0.4° (SD) to the center of the round window, comparison to existing imaging based coordinate systems is possible.
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